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Detector Concept for Neutron Tomography
inthe 10 - 15 MeV Energy Range

Frank Dietrich and James Hall
Lawrence Livermore National Laboratory

Recent changes in the US nuclear weapons stockpile and its associated production complex have
made nondestructive surveillance of weapons systems an increasingly important issue. In this
paper we present the conceptual design for a neutron imaging system for use in the 10 - 15 MeV
energy range and discussiit potential applications in stockpile stewardship.

I ntroduction

Recent changes in the US nuclear stockpile and its
associated production complex have made nondestruc-
tive surveillance of weapons systems an increasingly
important issue. Historically, he integrity and/or relia-
bility of stockpiled weapons systems has occasionally
been called into question and the disassembly process
required to re-certify the system has proven to be ex-
pensive and generally irreversible. The most common
approach to nondestructive (and nonintrusive) inspec-
tion of complex sealed objects such as these is photon
imaging (e.g. gamma radiography and tomography);
however, while conventional photon imaging is an ad-
equate tool for inspecting the condition of heavy metal
(high-Z) parts within a device, it is generally not an ef-
fective means of determining whether voids, cracks or
other significant structural defects exist in lighter (low-
Z) materials within the device, particularly when those
materials are shadowed by high-Z parts.

We have collaborated in recent experiments at the
LANSCE /WNR facility which established the proof-
of-principle for radiography of thick targets using very
high energy neutrons (= 40-400 MeV) (Gavron, 1994).
In those experiments (cf. Figure 1), a simple assembly
consisting of a 2.54-cm-thick LiD disk sandwiched be-
tween two 5.08-cm-thick uranium slabs was used as a
phantom target. Small holes (4 - 12 mm) drilled all or
part of the way through the LiD were used to simulate
defects. A position-sensitive multiwire detector with a
thin tungsten converter plate was used to capture the
neutron image with a resolution of = 1 mm. Because
neutron radiography can be used to detect defects such
as these in low-Z materials even when those materials
are heavily shielded (extremely difficult with photon
radiography), this new technique has potential applica-
tionsin stockpile surveillance.

In view of the fact that the neutron source require-
ments for some applications may be more easily met at
much lower energies than those used in the WNR ex-
periments, we are currently studying the feasibility of
neutron doing radiography and tomography in the 10 -
15 MeV range. While the overall neutron transmission
through thick targets is somewhat lower in this range
than at higher energies (cf. Figure 2), this disadvantage

islargely offset by the ability to use plastic-scintillator-
based detectors which are significantly more efficient
than those currently used for high-energy neutrons. The
transmission contrast ratio in low-Z materials such as
LiD is also more favorable at lower neutron energies
thereby making it easier to detect defects. We have
recently developed a conceptual design for a neutron
imaging detector system for use in the low energy re-
gion that we believe will have reasonable efficiency (=
30%) and spatial resolution (= 1 mm).

Computer Simulations

We began our investigation of low-energy neutron
probes by simulating the results of the WNR proof-of-
principle experiment using 14-MeV neutrons with the
LLNL-developed “COG” Monte Carlo radiation trans-
port code. We have since also simulated a tomographic
experiment and image reconstruction on a suitable ob-
ject. The results of the COG simulation at 14 MeV (cf.
Figure 3) show that radiography with low energy (10 -
15 MeV) neutrons should be capable of revealing fea-
tures similar to those seen in the higher-energy WNR
experiment. These results, along with our tomographic
simulations of other phantom targets relevant to the
weapons program, suggest that it should be possible to
detect defects = 1 mm in diameter in shielded, low-Z
materials during an exposure of several hours using a
neutron generator of practical size (nominal output of =
1012 neutrons per second). Optimizing the design of a
full-scale tomographic imaging system capable of in-
specting a weaponized nuclear device (including min-
imizing the required neutron source strength and mit-
igating the effects of multiple neutron scattering) will
reguire a careful evaluation of radiation backgrounds
and shielding requirements. We intend to study these
design issues and evaluate potential tomographic re-
construction algorithms through a combination of de-
tailed computer simulations and experiments at LLNL
and other facilities.

Conceptual Design

Our current conceptual design for an imaging de-
tector system for use in neutron tomography in the 10 -
15 MeV energy range is based on proven Nuclear Test



Program technology (cf. Figure 4). We propose the use
of a plastic scintillator fluor (e.g. BC-408) viewed by
one or more high-efficiency, high-resolution CCD cam-
eras. Our preliminary calculations indicate that a fluor
of thickness = 4 cm should have a detection efficiency
in excess of 30% for 14 MeV neutrons (this compares
to an efficiency of = 0.3% for the detector used in the
higher-energy WNR experiment). The camera system
would consist of afast (f/1.2) lens coupled to a back-
thinned, high-resolution (= 512 X 512) CCD imaging
chip operating at liquid nitrogen temperatures to min-
imize thermal electronic noise. A thin metallic turning
mirror would be used to reflect light from the scintil-
lator fluor into the camera which would be placed in a
shielded enclosure well out of the neutron beam path.
(cf. Figure 5). Our calculations also indicate that the
camera system should be capable of detecting the light
generated by a single neutron interacting at the fluor;
therefore an image intensifier should not be necessary
unless we find that gating is required to mitigate scat-
tered neutron backgrounds. The overall spatial resolu-
tion of the imaging system should be = 1.50 mm at the
fluor (this would correspond to a resolution of = 0.75
mm at the device location for the facility layout under
consideration here).

Technical Risk Assessment

While continuing to play an active role in the high-
energy neutron imaging experiments being carried out
at LANL, we are working to refine and optimize the
design of alow-energy (10 - 15 MeV) neutron imaging
system at LLNL. We are also working to improve our
understanding of the technical risks associated with de-
veloping and using such a system for stockpile surveil-
lance. We recently completed an experiment designed
to measure scattered radiation backgrounds in a proto-
typical imaging system environment. This experiment
was carried out in January of 1996 at the Ohio Univer-
sity Accelerator Laboratory (OUAL) in Athens, Ohio
which features accelerator-driven DD and DT neutron
sources and shielded detector caves similar to those en-
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visioned in an actual neutron imaging facility. While
the data from this experiment are still being analyzed,
our initial impression is that scattering from sources
external to the target (i.e. room scattering) can be sat-
isfactorily controlled using well-designed collimators
and shielding structures.

Two of the key technical risks which must be ad-
dressed during the development of a neutron imaging
system involve the potentially adverse effects of pro-
longed exposure to high energy neutrons on materials
usually found in nuclear devices, in particular the ura-
nium and LiD components (integrated neutron fluxes
are expected to be = 109 n/em? with our system). The
radiation dose from induced radioactivity due to neu-
tron activation of the device assembly must fall well
below the intrinsic radiation level of the device itself
within some reasonable time following the inspection
process (= 24 hours). Detailed numerical simulations
for one system currently in the stockpile suggest that
neutron activation will not be a problem for the mate-
rials in the weapon’s aeroshell or component support
structures; however, our codes cannot account for ac-
tivation of the uranium itself. This will be addressed
separately in experiments planned for early FY97 at
OUAL. In addition to the issue of neutron activation,
we must also address the possible production of free
hydrogen within LiD components in the device as a
result of neutron bombardment. While we do not be-
lieve this will be a serious problem, we do plan to re-
solve the issue to the satisfaction of al concerned in
experiments at OUAL. The results of these tests are
essential to acceptance of this surveillance technique
within the nuclear design community.
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Figure 1. Recent experiments carried out at the LANSCE/WNR facility at LANL have demonstrated the potential
for using fast neutron radiography for stockpile stewardship. Neutrons with energies of up to = 400 MeV were used
to irradiate a uranium and LiD phantom target assembly. Small holes (4 - 12 mm) drilled all or part of the way
through the LiD were used to simulate defects. A position sensitive multiwire detector (resolution = 1 mm) was used

to record the image.
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Figure 2: The total neutron interaction cross sections shown here were obtained from A. Gavron (LANL). Dipsin
the uranium cross section determine energy "windows" suitable for neutron imaging (i.e., regions of relatively high
transmission). The higher the lithium and deuterium cross sections are in these regions, the higher the transmission
contrast ratio is, thus making it easier to detect defects.

LANSCE/WNR image COG simulation
(=50 - 400 MeV neutrons) (14 MeV neutrons)

Figure 3: This figure shows the experimental image of the LANSCE/WNR phantom target taken using = 50 - 400
MeV neutrons compared to the COG Monte Carlo simulation of asimilar phantom for the case of 14 MeV neutrons.
Line-outs taken through corresponding regions in the images show similar contrast ratios in the vicinity of the LiD
defects in spite of the large difference in incident neutron energies.
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Figure4: We are currently developing the conceptua design for an imaging system for use in neutron radiography
and tomography at low energies (10 - 30 MeV) using proven Nuclear Test Program technology. The plastic scintil-
lator fluor coupled with one or more high-resolution CCD cameras should provide both adequate sensitivity and po-
sition resolution at the target.
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Figure5: The camera system would consist of afast (f/1.2) lens coupled to a back-thinned, high-resolution (= 512
X 512) CCD imaging chip operating at liquid nitrogen temperatures to minimize thermal electronic noise. A thin
metallic turning mirror would be used to reflect light from the scintillator fluor into the camera which would be
placed in a shielded enclosure well out of the neutron beam path.



